‘ - MAK Certification
hereby declares that the product

tﬁemometers inline or with thermowell

LABOM Mess- und Q{ege[tecfiﬁié GmbIH, D-27798 Hude, Germany

ﬁas been evaluated for compliance with the Hygienic Equipment Design Criteria
of the EHEDG, Document No. 8, by:

MAK (Leﬁrstu/i[ fiir Maschinen- u. jlpparate&uncfe der TUM) at Weikenstephan, g‘ermany

and meets the criteria of t/izs document as demonstrated by:

Evaluation Report No. 111.3/16.03.2006

Signed 7&/-’ %z»« [olocece Date 11. April 2006
y | Evaluation Officer '

Signed //97 //C ///G‘ /7:;/ /4/6(/ L L/fo Date 11.}1p1’i[2006
. Head of Department

- Certificate No. 06/2006

Lehrstuhl fiir Maschmen und Apparatekunde
TU Munchen, Wissenschaftszentrum Weihenstephan
Prof. Dr-Ing. K. Sommer

MAK, Am Forum 2, 85350 Freising-Weihenstephan, Germany
OEHEDG




